MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES

v STATE PUBLIC HEALTH LABORATORY RECEIVED
/l’ BREATH ALGOHOL PROGRAM By Carol Day at 9:40 am, Sep 17, 201

DATAMASTER MAINTENANCE AREPORT TEPORY 36

Complele this raport al the tima of the reguiar monthly preventive maintenance check (not 1o exceed 35 days).
Campiele this repart whenever the Instrumenl is sarviced or repalred and whanever s placed into seivice.
Retain the original and sond a capy wilhin 15 days to lhe Breath Alcohol Program, DHSS.
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DARSANTEN SN I RAME OF AGENCY T DATE OF INSPEGTION
204158 Morgan Co. 8O, Versailles 09/15/2014
H l'rf.".\ll'l'l OoF |”‘5”‘UM‘EH] 1STHEET AND CITY) HME OF INSPECTION -
2920 North Shamrock Road, Jefferson City 14:11

CHECKLIST: Place a mark in the box by each item if found lo bie salislaclory or if operaling within established fimits. (Write in observed vnlues{!
#hew determined.) Unmarkad iters must be cotreclad before using inslrumen, f
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/] DIAGNOSTIC GHECK (PRINTOUT ATTACHED) DATE AND TIME (from printout) ____ 001152014 @ 14:11_ |
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| COMPUTER IV} DETECTOR ;
PROGRAM W] FILTERS

/] HEATERS SAMPLE CHAMBER _____ +50°C

] FLOW DETECTOR CALIBRATION

IV} QUARTZ STANDARD

W] PUMP HIGH SPEED PRINTER

INDICATOR LIGHTS

Wl SIMULATOR SOLUTION SUPPLIER _ Gulh Laboralories . L _LoTvwe 13290 EXP. DATE 10/29/2015

SIMULATOR TEMP (34°C 2 0.2°C) . "3389°C  gmutatorsn  _ MP2083 EXP.DATE  05/13/2015

CALIBRATION CHECK — {(ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three tosts using a standard solution. All thrae lesls must be within 5% of the slandard value and must have a spread of .005 o
fess. Mark tho box carresponding to the standard solution belng used. (PRINTOUT ATTACHED)

0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
[ ]0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCGLUSIVE
[ ]0.040% STANDARD - MUST READ BETWEEN 0.038% AND £.042% INCLUSIVE

TEST | » 008 TEST2 & .099 TESTa 089

VI PERFORM R.E). TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINGE THE LAST MAINTENANGE REPORT:
{DQ NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 [(0-.04) 0 {.05-.08) 0 {.10-.14) 0 {.15-.19) 0 lOVER 49 0

1157 .MJY‘HE\H PARTS ;\ND DESCRIBE AHY ALTENATION OR MODIFICATION THAT WAS MADE TO RESTORE THE INSTRUMENT 10 OPI;IM'E SATISFAGTORAY AND WITHIN ESTABLISHED LINITS
WUSF QFHER SIGE IF NECESSARY)

' Adjusted source famp intensity.

PIINT FULE NAME
Dewayne D, Carver

by

s LRI TUMIE AR AT N (ATE TELEPHONE NUMHER

N
230104 05/28/2015 (673) 751-4722

'AFTUNN COMPLETED REPORT TO THE: Braath Alcoho! Program, MO Department of Health and Senior Services, Snutheast Distriet Office
2875 James Bivd.
Paplar Blulf, MO 63901
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> GUTH LABORATORIES, INC.

500 NORTH 67th STREEY ¢ HARRISBURG, PA 17111: 4511 © TELEPHONE: 747-564-5470.

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 13290 of
Alcohol Reference Solution for Simulator were analyzed by
gas  chromatography on October 31, 2013, using a ‘Perkin Elmer Gas
Chromatograph Autosystem XL S/N: 610N9030209, and found to confain
0.1202% (w/vol) ethyl alcohol. The expiration date for this lot
number is October 29,2015 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/- .2°C, this solution will give a breath alcohol
analysis instrument reading of 0.100 g/210L +/- 3%.

The alcohol and water used in this solution were

free of test interfering substances.

Ted L. Pauley, President
GUTH LABORATORIES, INC.

NIST Traceability:
Testing was conducted using Cerilliant Reference Standard lot number FN122211-02 whose

values are traceable to NIST.
All balances are calibrated annually by an outside agency using NIST traceable weights.
Calibration verification is done prior to each use utilizing NIST traceable weights.
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